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Parameter Peroxide 
 

Application Determination of Peroxide in solvents  

Product group QUANTOFIX
®

 

Reagents and equipment - QUANTOFIX
®
 Peroxide 

 

Procedure 

 

1. Dip the test strip into the test solution for 1 second.  

2. Shake off excess liquid.  

3. Allow solvent to dry completely. 

4. Once dry, moisten the test field with a drop of water. 

5. Wait 15 seconds.  

6. Compare with the colour scale. 
If hydrogen peroxide is present, the test field turns blue. 

 

 
 


